Iohexol and metrizoate in urography in children. Comparison between a non-ionic and an ionic contrast medium.
Urography was performed with the non-ionic contrast medium iohexol in 21 children and with the ionic contrast medium metrizoate in 18 children. The quality of the urograms was good with both contrast media and there was no statistically significant difference between them in this respect. However, the contrast medium attenuation in the collecting system was higher with iohexol than with metrizoate. No renal damage was observed. Only minor adverse reactions were seen with both contrast media and more rarely in the iohexol group, but this difference was not statistically significant.